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Abstract: A novel acquisition and processing method that enables real-
time, single snapshot of optical properties (SSOP) and 3-dimensional (3D) 
profile measurements in the spatial frequency domain is described. This 
method makes use of a dual sinusoidal wave projection pattern permitting 
to extract the DC and AC components in the frequency domain to recover 
optical properties as well as the phase for measuring the 3D profile. In this 
method, the 3D profile is used to correct for the effect of sample’s height 
and angle and directly obtain profile-corrected absorption and reduced 
scattering maps from a single acquired image. In this manuscript, the 3D-
SSOP method is described and validated on tissue-mimicking phantoms as 
well as in vivo, in comparison with the standard profile-corrected SFDI 
(3D-SFDI) method. On average, in comparison with 3D-SFDI method, the 
3D-SSOP method allows to recover the profile within 1.2mm and profile-
corrected optical properties within 12% for absorption and 6% for reduced 
scattering over a large field-of-view and in real-time. 
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1. Introduction 

Over the last few years, sub-surface diffuse optical imaging has been making constant 
progress towards reaching the bedside, in particular in the fields of functional point 
measurement [1, 2] and wide-field surgical guidance [3, 4]. However, providing real-time 
quantitative sub-surface images remains a significant challenge that has been strongly limiting 
diffuse optical imaging in being more widely applied in the clinic. Recent developments in 
Spatial Frequency Domain Imaging (SFDI) have shed hopes in solving this fundamental issue 
[5, 6]. This method relies on the analysis of the spatial frequency response of turbid media to 
structured illumination (i.e. stripes of light), allowing the characterization of an entire field-
of-view at once (i.e. in a multipixel approach). SFDI has shown significant promise in 
performing wide-field surgical guidance and specimen examination, both in animals and in 
humans, ex vivo and in vivo [7–13]. 
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Despite its capabilities of analyzing full fields-of-view at once, traditional SFDI 
acquisitions have been limited to phase shifting approaches to extract the tissue response to 
structured illumination, impairing its capabilities to perform in real time. While a minimum of 
3 phases is required to extract the AC and DC components of a sinewave [5, 6], a total of 6 
images are commonly used to extract optical properties (absorption and reduced scattering), 3 
phases at 2 spatial frequencies, with this number increasing to 9 images when performing 
simultaneous profile acquisition to correct for the effects of the sample distance and profile. 

Efforts are currently being made to find alternative demodulation techniques to reduce the 
acquisition time in the spatial frequency domain. Nadeau et al. introduced a two-dimensional 
Hilbert transform method requiring only 2 images to extract the necessary information for 
deducting optical properties [14]. While much faster than the traditional 3-phases approach, 
this method still uses two sequential images, and necessitates expensive and complex 
instrumentation to synchronize the projection (DMD projector, or sequential projection slides 
with a rotating wheel) with camera acquisition to perform at a real-time level. Our group 
recently introduced Single Snapshot of Optical Properties (SSOP), a method working entirely 
in the frequency domain that necessitates the acquisition of a single image to extract the 
optical properties [15]. While very rapid and inexpensive (a single sinusoidal pattern printed 
on a transparency film is necessary), this method suffers from a degraded image quality due 
to the single phase acquisition and spatial frequency filtering. 

While these recent advances improve the capabilities of SFDI for forming quantitative 
images rapidly over a large field-of-view, none is taking into account the 3D-surface profile 
of the sample, a major source of error using non-contact imaging techniques. As part of 
previous work, we introduced a method capable to acquire both the profile and optical 
properties sequentially in the spatial frequency domain, and using the 3D-profile information 
to correct for the effects of sample-to-imaging device distance and of sample’s surface angle 
[16]. Not correcting for these effects can lead to very strong variations in optical properties, 
10% errors on average per cm, and 86% for a 40 degree surface angle, preventing the use of 
SFDI during many clinical scenarios [16]. 

In this work, we present a novel acquisition and processing method that recovers both 
optical properties and surface profile from a single snapshot acquisition. This method is based 
on the previously developed Single Snapshot of Optical Properties (SSOP) method, but with 
the difference that both the phase and the amplitude modulation of a 2-dimensional sinusoidal 
intensity wave are recovered from a single projection. The method was validated on tissue 
mimicking phantoms and in vivo. Tissue mimicking phantoms with known absorption (μa) 
and reduced scattering (μs’) coefficients were imaged using the single acquisition method and 
compared to the original 3-phase SFDI acquisition method. Finally, a demonstration of real-
time acquisition using 3D-SSOP was performed on both a hemispherical tissue mimicking 
phantoms and on a human hand. Together, this study lays the foundation for the development 
of real-time quantitative sub-surface imaging for the clinic. 

2. Material and methods 

2.1. Spatial frequency domain imaging (SFDI) 

Spatial frequency domain imaging (SFDI) has been described extensively in the literature [5] 
and will be only briefly summarized here. Analogous to the temporal point-spread function (t-
PSF) response to a pulse illumination in time-domain, a point source that illuminates tissue 
induces a diffuse reflectance with a spatial point spread function (s-PSF). The shape of the 
spatial decay of the s-PSF is characteristic of the sub-surface optical properties of the tissue 
[17]. Just as temporal frequency-domain measurements acquire as a function of temporal 
frequency the t-MTF (Modulation Transfer Function, the t-PSF Fourier equivalent), SFDI 
acquires the s-MTF as a function of spatial frequency by projecting a wide 1D intensity 
sinusoidal wave on the tissue [6]. 
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The medium s-MTF is represented by the diffuse reflectance Rd measured at a location x 
and spatial frequency fx. The diffuse reflectance Rd of the medium (here considered 
homogeneous and with a semi-infinite geometry) can be modeled in various ways using the 
diffusion approximation to the radiative transport equation or Monte-Carlo [5]. On the other 
end, instrumentally, the diffuse reflectance is measured by extracting the amplitude 
modulation M(x,fx) from a projected intensity sinusoidal wave. Once the diffuse reflectance 
has been measured, solving the inverse problem allows the recovery of the optical properties 
of the medium. 

Relevant to this work, the acquisition of the amplitude modulation of the projected 
sinusoidal wave traditionally relies on a 3-phases demodulation technique [18]. The intensity 
I of a sinusoidal wave as a function of x, at a spatial frequency fx and phase Φi projected on 
the medium is acquired on the camera as: 

 ( , ) ( , ) cos( ) ( )i x x x i DCI x f M x f f x I xφ= ⋅ + +  (1) 

where M(x,fx) is the amplitude modulation, and IDC the DC component. M(x,fx) is obtained by 
projecting three sequential sinusoidal waves with phases Φi = 1-3 = [0°, 120°, 240°]: 
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The amplitude modulation M(x,fx) can be related to the measured diffuse reflectance Rd(x,fx): 

 0( , ) ( , ) ( , )x sys x xM x f I MTF x f Rd x f= ⋅ ⋅  (3) 

with I0 the source intensity and MTFsys(x,fx) the amplitude modulation of the optical system 
(e.g. lenses). Finally, the medium diffuse reflectance is obtained by using a calibration 
reference with known optical properties: 

 
( , )

( , ) ( , )
( , )

x
x ref x

ref x

M x f
Rd x f Rd x f

M x f
= ⋅  (4) 

where Mref(x,fx) is measured on the calibration reference, and Rdref(x,fx), modeled based on 
the known optical properties of the medium 

In the traditional “fast” acquisition implementation, only two spatial frequencies are 
necessary to extract the medium optical properties [5]. One low frequency, typically fx = 0 
mm−1, called DC here, is sensitive to changes in both reduced scattering and absorption; while 
another high frequency, typically fx = 0.2 mm−1, called AC here, is mainly sensitive to 
changes in reduced scattering [5]. This property allows to precompute solutions to the inverse 
problem into a lookup table using Monte-Carlo, where a unique set of optical properties 
corresponds to a unique set of diffuse reflectance values [5, 19], allowing rapid extraction of 
optical properties from the measurement of a DC and an AC component. 

2.2. Profile-correction for SFDI 

SFDI, as most quantitative optical imaging methods, suffers from assumptions and 
imperfections, including modeling errors (medium is not homogeneous or semi-infinite) and 
instrumental errors (medium is not flat and at a variable distance). In this work, we address 
the errors related to the non-flatness and distance variations of the medium. In particular, in 
clinical practice, the assumption of a flat sample is challenging to satisfy, leading to 
calibration errors due to 1) variations in distance between the imaging system and the sample, 
and 2) the sample’s local surface angle. Using a multi-height calibration method along with a 
Lambertian model for the reemitted light intensity from diffusive surfaces, the local intensity 
of the collected light can be corrected for these two effects. Using this approach, optical 
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properties can be corrected for the effect of the sample’s distance and surface profile, as 
evidenced in the difference between corrected and uncorrected optical properties maps [16]. 

In order to simultaneously perform optical properties and surface height measurements 
using structured illumination (i.e. patterns of light), the patterns are projected at an angle 
compared to the collection axis. As explained in details previously [16], and illustrated in Fig. 
1, optical properties are obtained by projecting sinusoidal intensity patterns that are parallel to 
the plane spanned by the projector and optical collection axes. Such a projection ensures that 
the phase of the projected sinusoidal wave is insensitive to height variations (called here 
profile-insensitive patterns). Following optical properties acquisition, the surface profile is 
obtained through phase profilometry. Contrary to the pattern orientation used to obtain optical 
properties, the projected profilometry fringes need to be maximally sensitive to height 
variations and are projected perpendicular to the plane formed by the projection and 
collection axes (called here profile-sensitive patterns). The height-dependent phase is then 
obtained by demodulating a three phase acquisition, called phase-shifting profilometry [20, 
21]. Finally, the sample distance and angle are used to correct the intensity of the SFDI 
acquisition at each pixel. This approach has been validated and translated to the clinic [7]. 

Alternatively, using Fourier transform profilometry, a single image can be used to 
determine the height dependent phase of a projected profilometry fringe [22]. Because it relies 
on a single projection pattern, and therefore allows real-time measurements, this approach is 
taken in this work. Here the intensity variations due to the projected fringes are assumed to 
dominate intensity variations from tissue reflectivity in the spectral band around the projected 
carrier spatial frequency fy. Taking the 1D Fourier transform in the image direction along the 
projected profilometry fringes enables separation of the profilometry information from slower 
varying intensity changes. Through the selection of only the positive sideband around fy and 
applying the inverse 1D Fourier transform, a complex signal is obtained that contains the 
local phases φy. The phase difference Δφ between φy and the local phases φ0 in a reference 
plane is directly related to the distance between camera and tissue. 

2.3. Single snapshot of optical properties (SSOP) 

We previously developed an acquisition and demodulation method, called Single Snapshot of 
Optical Properties (SSOP), capable of extracting optical properties in the spatial frequency 
domain from a single acquired image. SSOP works by projecting a single sinusoidal pattern 
onto the specimen and relies on processing entirely in the frequency domain to extract the DC 
and AC components (i.e. 2 spatial frequencies) that are used to calculate the specimen’s 
optical properties [15]. Briefly, a single sinusoidal pattern is projected onto the field-of-view 
and analyzed in the Fourier domain in a line-by-line 1D approach. The DC and AC 
components are extracted by filtering the DC component (ideal rectangular filter [0; fc]), and 
the AC component (ideal rectangular filter [fc; fmax]), fc being optimized to minimize the cross 
talk between the two components, and fmax being the maximal spatial frequency. These 
components are then used to obtain the diffuse reflectance at these two spatial frequencies and 
in a pre-computed lookup table to extract the optical properties. 

2.4. Simultaneous imaging of optical properties and 3-D profile (3D-SSOP) 

While prior work in tomography has already shown the use of multiple patterns and 
processing in the 2D-Fourier space [23, 24], this concept has not been described for 
simultaneous surface profile and sub-surface optical properties imaging. In this work, we 
propose to extend these principles to acquire simultaneously both optical properties and 
surface profile in real-time, and to directly obtain profile-corrected optical properties maps 
from a single image. For this purpose, a pattern containing two superimposed sinusoidal 
waves, orthogonal to each other, are projected onto the specimen. 

#246669 Received 27 Jul 2015; revised 11 Sep 2015; accepted 11 Sep 2015; published 21 Sep 2015 
(C) 2015 OSA 1 Oct 2015 | Vol. 6, No. 10 | DOI:10.1364/BOE.6.004051 | BIOMEDICAL OPTICS EXPRESS 4055 



 
1 1

( , , , ) cos( ) cos( )
2 4x y x x y yI x y f f f x f yφ φ = + ⋅ + + ⋅ +   (5) 

Specifically, one pattern (along the x direction) will be used for optical properties processing 
(similarly to standard SSOP) and the other (along the y direction) for extracting the specimen 
surface profile [16]. As illustrated in Fig. 1, by projecting a dual sinusoidal wave pattern, one 
can gather information regarding both profile-sensitive pattern orientation (horizontal in this 
case) and optical properties, profile-insensitive pattern orientation (vertical in this case). Note 
that the profile-sensitive patterns are also sensitive to optical properties. However, the 
sinusoidal wave phase variations renders the amplitude modulation extraction challenging. In 
essence, the profile sensitive patterns are used to extract the phase of each pixel in the image 
that can in turn be used to deduce each pixel’s height [25]. Following this step, the profile 
insensitive patterns are used to extract the AC and DC components of the image, similarly to 
standard SSOP. Finally, the height information is used correct for both height and angle 
effects, and optical properties extracted [16]. 

 

Fig. 1. 3-D Single Snapshot of Optical Properties. A dual sinusoidal wave is projected, one 
wave being sensitive to the specimen’s optical properties and the other to the specimen’s 
profile. AC & DC components as well as phase are extracted (not shown here) leading to 
profile, absorption and reduced scattering. 

More precisely, the AC and DC components as well as the phase for profilometry are 
estimated in frequency space. In this space, the optical properties sinewave [properties 
orientation in Fig. 1] exhibits a narrow band in one direction and the profilometry sinewave 
[profile orientation in Fig. 1] a narrow band in a second direction, perpendicular to the first 
one [see Fig. 2(c)]. The orthogonality in the Fourier domain and clear detectability of 
frequency bands enables separation of the AC and DC components, as well as the phase for 
Fourier transform profilometry. 

In 3D-SSOP each image is analyzed according to the schematics in Fig. 2. After 
acquisition, each frame is expanded using mirrored images to minimize artifacts due to 
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discontinuities at the image edges [Fig. 2(b)]. The expanded image is transformed to the 
frequency domain with a two-dimensional Fourier transform [Fig. 2(c)]. The DC and AC 
components are obtained by filtering in the frequency domain with blocking rectangular 
filters ([fxDClow; fxDChigh]&[fyDClow; fyDChigh]) and ([fxAClow; fxAChigh] &[fyAClow; fyAChigh]), 
respectively, as shown in Figs. 2(d) and 2(e). The phase is obtained by filtering in the 
frequency domain with a blocking rectangular filter ([fxPHIlow; fxPHIhigh]&[fyPHIlow; fyPHIhigh]), as 
shown in Fig. 2(f). For simplicity, the filters used in this work were ideal rectangular filters in 
the frequency domain, i.e. sinc filters in the real domain. Note that these filters have cutoff 
frequencies in 2 dimensions (fx and fy) since this method is described in the 2D Fourier space. 
These filters are designed to select the appropriate frequency bands, while minimizing the 
formation of artifacts near discontinuities in the images. The latter is achieved by preserving 
the high frequency information in each of the filters. The bands that cover the projected waves 
are centered on the projected frequency. In this work, the band centers are estimated by peak 
detection in a 2D Fourier transform of a flat calibration image. Depending on the acquisition 
geometry and the expected variation in distance to sample, one could re-estimate the bands 
from each frame. The widths of the bands are user-determined and depend on the accuracy of 
the projected sine waves and on the expected steepness of ramps in the field-of-view. 

After filtering, an inverse two-dimensional Fourier transform is applied to each of the 
filtered frequency domain images. The DC component is a direct result of the inverse two-
dimensional Fourier transform [Fig. 2(g)]. The inverse Fourier transformed images for the AC 
and phase components are obtained by applying an additional Hilbert transform [Figs. 2(h) 
and 2(i), respectively]. The final images are obtained by selecting the central portion of the 
expanded frames. 

 

Fig. 2. Data processing for 3-D Single Snapshot of Optical Properties. The acquired image (A) 
is expanded by mirroring (B) and a 2D Fourier transform performed (C). Filters (D, E and F) 
are then used to isolate the DC component (G), the AC component (H) and the phase (I), 
respectively. 
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2.5 Instrumental setup 

Samples were acquired on a custom-made instrumental setup comprised of a projector, a 
collection objective lens and a monochrome camera. The projector consisted of a digital 
micromirror device (DMD; GFM, Berlin, Germany), fiber-coupled coupled to a 670nm laser 
diode (LDX Optronics, Maryville, Tennessee) and projecting pre-programmed patterns using 
MATLAB (Mathworks, Natick, MA). A first linear polarizer (Moxtek, Inc., Orem, Utah) was 
placed in front of the projector lens (NIR S2 + ; Carl Zeiss, Oberkochen, Germany). Images 
were collected through a custom imaging system (Qioptic, Waltham, MA) and imaged onto a 
monochrome camera (ORCA, Hamamatsu, Bridgewater, New Jersey). A second linear 
polarizer was placed in front of the collection objective lens, cross-polarized with respect to 
the first polarizer, to preferentially collect light that has diffused inside the medium and 
minimize the influence of specular reflections. Software was written in C#/C++ for 
controlling acquisitions (projector and cameras) and recording data. Data was post-processed 
using custom-developed MATLAB code. This setup and the associated processing were 
previously validated during several experiments, including a clinical trial [16]. 

2.6. Calibration 

Spatial Frequency Domain Imaging necessitates a calibration measurement [5]. Our imaging 
setup was calibrated using a flat, homogeneous, tissue-mimicking phantom of 96 × 96 × 20 
mm with known optical properties. All phantoms consisted of polydimethylsiloxane with 
India ink as absorber and TiO2 as scattering agent [26]. The calibration phantom spectral 
absorption and reduced scattering coefficients were verified with two-distance, 
multifrequency Frequency Domain Photon Migration (FDPM) independent measurements 
[27]. This calibration phantom was then used as ground-truth to deduct other phantoms 
optical properties. In addition, since 3D profile correction is performed, the height-dependent 
frequency response was calibrated by acquiring our calibration phantom at 6 heights with 1 
cm steps. 

2.7. Experiments 

Three experiments were performed to compare the accuracy and precision of the proposed 
3D-SSOP method with standard three-phase modulation and profilometry-corrected SFDI 
(3D-SFDI). All images have been acquired a 670nm and at a spatial frequency of 0.2mm−1 for 
optical properties calculation and of 0.15mm−1 for phase extraction. Cutoff frequencies for the 
blocking filters were set at (in mm−1) - see Fig. 2: 

- For the DC component: fxDClow = 0.16; fxDChigh = 0.24; fyDClow = 0.105; fyDChigh = 0.195 

- For the AC component: fxAClow = 0; fxAChigh = 0.16; fyAClow = 0.105; fyAChigh = 0.195 

- For the phase component: fxPHIlow = 0.16; fxPHIhigh = 0.24; fyPHIlow = 0; fyPHIhigh = 0.105 
Flat homogeneous phantom: In this experiment, height and optical properties were 

recovered from a tissue-mimicking phantom with known optical properties, imaged at six 
heights with steps of 1cm. Using titanium oxide (TiO2) as a scattering agent and India ink as 
absorbing agent, optical properties were set at 0.036mm−1 for absorption (µa) and 0.97mm−1 
for reduced scattering (µs’). Height and profile-corrected optical properties maps were 
extracted using both methods and compared with non-profile-corrected maps using SFDI. 

Hemispheric homogeneous phantom: In this experiment a hemispheric tissue-mimicking 
phantom on top of a flat homogeneous tissue-mimicking phantom having the same optical 
properties (µa = 0.023mm−1 and µs’ = 0.97mm−1) were imaged with both methods. Height and 
profile corrected optical properties maps were extracted and their percentage difference 
assessed. Finally a movie was captured where the phantom is imaged in real-time using the 
3D-SSOP method. 
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In-vivo measurement: A hand movie was captured where the hand is imaged in real-time 
for both height and profile-corrected optical properties using the 3D-SSOP method. 

3. Results 

3.1. Flat homogeneous phantom 

The results from the flat homogeneous phantoms experiments are shown in Fig. 3. A 
comparison of profile corrected maps of absorption processed either with profile-corrected 
SFDI (3D-SFDI) or 3D-SSOP is plotted in 3D in Figs. 3(a) and 3(b). One can notice a good 
agreement between the two methods, both in 3D profile and in absorption values. This 
agreement is quantified and confirmed both in height [plot shown in Fig. 3(c)] and in optical 
properties [absorption shown in Fig. 3(d) and reduced scattering shown in Fig. 3(e)]. Both 
3D-SFDI and 3D-SSOP evidenced accurate and precise height estimation, on average within 
1.1mm of the expected height and with an average standard deviation of 0.7mm. Similarly 
both methods were able to extract and correct optical properties for all sample heights, within 
1.25% of the expected value (0.0005 mm−1 average absolute difference), and with 3.1% 
coefficient of variation for absorption, and 1.1% of the expected value (0.01 mm−1 average 
absolute difference), and with 1.6% coefficient of variation for reduced scattering. Note the 
extent of the correction necessary to account for the change in height of the sample. 

 

Fig. 3. Flat homogeneous phantom measurements. 3D-SFDI and 3D-SSOP methods were used 
to acquire and process a set of homogeneous phantoms at different heights (A and B, 
respectively). Notice the good agreement in heights (C), and in profile-corrected values for 
absorption (D) and reduced scattering (E). 

3.2. Hemispheric homogeneous phantom 

The results from the hemispherical phantom measurements are shown in Fig. 4. As expected 
from a single image measurement, the 3D-SSOP maps exhibit artifacts on the edges, as well 
as noise due to the variation in angle and height of the surface (themselves due to noise in the 
3D profile data). However, on average the novel method performs fairly well, within 1.2mm 
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of the 3D-SFDI data for height with a 0.3mm standard variation, 12% for absorption (0.0055 
mm−1 average absolute difference) with a 4.2% coefficient of variation and 6.1% for reduced 
scattering (0.097 mm−1 average absolute difference) with a 1.7% coefficient of variation 
(note: errors are calculated from the absolute difference between the two methods, not the 
relative difference that would artificially give a lower error). 

 

Fig. 4. Hemispheric phantom measurements. 3D-SFDI and 3D-SSOP methods were used to 
acquire and process a hemispheric homogeneous phantom. Notice the good agreement in 
heights, as well as in profile corrected values for absorption and reduced scattering. 

To illustrate the advantage of this new method to provide real-time quantitative 
measurements of optical properties in realistic conditions, i.e. with profile-correction, we 
included a movie of the hemispheric phantom moving in space. Acquisition time was set at 
220ms, giving a frame rate of 4.5 frames per second. Are shown in Fig. 5: the raw data (top, 
left), the 3D profile data (top, right), and the optical properties (absorption: bottom, left; 
reduced scattering: bottom, right). Note the quality of the 3D profile data as well as the 
quantitative values of optical properties over the image while the specimen moves. 
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Fig. 5. Frame from the hemispheric phantom movie. A movie of a homogeneous hemispheric 
phantom was acquired with the 3D-SSOP method. Raw data (top, left), 3D profile (top, right), 
profile-corrected absorption (bottom, left) and reduced scattering (bottom, right) are shown. 
See Visualization 1. 

3.3. In-vivo measurement 

To validate the novel method capability for providing real-time quantitative optical properties 
images with profile correction in vivo, we acquired a movie of a hand moving while 
performing a continuous 3D-SSOP measurement. Acquisition time was set at 150 ms, giving 
a frame rate of 6.7 frames per second. Are shown in Fig. 6: the raw data (top, left), the 3D 
profile data (top, right), and the optical properties (absorption: bottom, left; reduced 
scattering: bottom, right). Note the quality of the 3D profile data as well as the quantitative 
values of optical properties over the image while the specimen moves. 

 

Fig. 6. Frame from the in-vivo hand movie. A movie of a hand was acquired with the 3D-SSOP 
method. Raw data (top, left), 3D profile (top, right), profile-corrected absorption (bottom, left) 
and reduced scattering (bottom, right) are shown. See Visualization 2. 

4. Discussion 

In this work we described and validated a novel method called 3D-SSOP that is capable of 
acquiring and processing profile-corrected optical properties maps from a diffuse medium. 
This method relies on projecting a dual sinewave and extracting orthogonally in the frequency 
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domain the DC and AC components necessary to calculate optical properties, and the phase 
necessary to deduce the sample’s 3D profile. The 3D profile is then used to correct for errors 
due to the mismatch between calibration and sample surface profile, and to obtain profile-
corrected optical properties from a single acquired image. It is important to highlight that this 
method enables quantitative optical imaging over a large field of view (>100cm2) in real-time 
and in realistic conditions for future clinical use. 

This method offers two important improvements over the previous SSOP method. First, it 
is capable of simultaneous profile and optical properties measurements, which enables a 
broad range of applications compared to current methods, such as standard SSOP, that suffers 
from severe quantitative errors due to sample’s height and angle. Second, it introduces SSOP 
processing in the 2D Fourier space, which along with a novel fast 2D lookup table, enables 
real-time processing with an average image processing time of less than 125ms. Since this 
novel fast 2D lookup table is independent to the work presented in this article, it will be the 
subject of another publication. It is important to note that 3D-SSOP truly enables real-time 
imaging through both acquisition and processing. Such a feature is highly desirable to reach 
future clinical use. 

However, this method does introduce supplementary artifacts. On top of the image 
degradation caused by a single phase projection, and therefore energy spectrum losses, the 
phase itself is noisy, leading to artifacts that are visible in the sample’s 3D profile. In turn 
these artifacts are visible in the optical properties maps, in particular through the surface angle 
correction that amplifies the profile noise. This effect is noticeable in the hemispheric 
homogenous phantom results, where the error in absorption reaches 12% difference relative to 
the expected value. This value is slightly above the 10% relative difference that is typically 
considered acceptable for wide-field diffuse optical imaging methods. Several solutions are 
currently being investigated to increase the resolution of SSOP and the precision of the 
reconstructed 3D profile and therefore reduce the profile correction noise. 

Finally, this method remains to be integrated within a preclinical imaging setup and tested 
through preclinical experiments towards enabling real-time tissue endogenous chromophore 
quantitative imaging. The possibilities offered by such a system are particularly interesting in 
surgery where feedback regarding the status and function of tissue is required in real-time. 

5. Conclusion 

The 3D-SSOP method allows for real-time imaging of profile-corrected tissue properties from 
a single acquired image. In this article, we presented the principles of this method and 
evaluated its performance onto tissue mimicking phantoms and in vivo, in comparison with 
standard profile-corrected Spatial Frequency Domain Imaging (3D-SFDI). Overall, the 3D-
SSOP method performs similarly to the 3D-SFDI method, with some image degradation but 
with the unique property of enabling real-time profile-corrected quantitative optical imaging. 
This work lays the foundation for the investigation of real-time surgical image-guidance using 
endogenous contrast. 
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